\
MISSOURI DEPARTMENT OF HEALTH AND SﬁNIOH SERVICES

% STATE PUBLIC HEALYH LABORATORY RECEIVED
o/ BREATH ALCOHOL PROGRAM [By Carol Day at 1:28 pm, Oct 04, 2013
" DATAMASTER MAINTENANCE REPORT WEPORT #8

Complete this raport at the time of the regular monthly preventive maintenance check (not to exceed 35 days).
Complete this report whenever the Instrument is serviced or repalred and whenever It Is placed Into service.
Retain the original and sand a copy wilhin 15 days {o the Breath Alcohol Program, DHSS,

OATE OF INBPECTION

DATAMASTER SN NAME QF AGENDY

950119 Missouri State Highway Patrol 10/01/2013
LOGATION OF INSTRUMENT {STREET AND GITY) TIME OF INSPEGTION
Laurie Police Departemnt / Highway & / Laurle 1 5126 pm

CHECKLIST: Place 8 mark In the box by each ltem If found o be satisfactory or if operaling within established fimits. {(Write in observed values
where determined.) Unmarked items must be corrected befora using insirument.

DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME {from printout} 10/01/2013 17:26
i/} COMPUTER DETECTOR
¥ proGRAM K] eirers
HEATERS SAMPLE CHAMBER 49 °c [/l quARTZ STANDARD
(7] FLOW DETECTOR i/] cALIBRATION
PUMP HIGH SPEED PRINTER

[/} INDICATOR LIGHTS

/] sIMULATOR SOLUTION SUPPLIER RepGo Marketing Inc. LoT # 13001 EXP, DATE 03/07/2015
/] SIMULATOR TEMP {34°C + 0.2°C) 34 G SIMULATOR 8N SD13560 EXP, DATE 01/07/2014
|[Z] CALIBRATION CHECK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT) -

‘Aun three tests using a standard solution, All three tests must be within £6% of the standard value and must have a spread of .005 or
less. Mark the box corresponding to the standard solutlon being used, (PRINTOUT ATTACHED) S :

1% 0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
[ ] 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
D 0.040% STANDARD - MUST READ BETWEEN 0,038% AND 0.042% INCLUSIVE

TEST1w (000 % TEST 2w (08 % TEST3 ™ (89 %

[T PERFORM R.F.l. TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS O [{0-.04) 1 {.05-.09) 0 (.,10-.14) 0 (.15-.19) 1 OVER .18 1

LIST ANY NEW PARTS AND RESCRISE ANY ALTERATION OR MODIFICATION THAT WAS MADE TO RESTORE THE INSTRUMENT TO OPERATE SATISFACTORILY AND WITHIN ESTABLISHED LIMITS
{USE OTHER SIOE W NECESSARY).

INSPECTING OFFICER

SIGNATUR PRINT FULL NAME
> - 5 Tpr. C. Richardson
TYPE || PERMIT NUMOEFVEXPIRATION DATE TELEFHORE NUMBEA
220009 02/03/2014 (673} 751-1000
RETURN COMPLETED REPORT TO THE: Breath Alcohal Program, MO Department of Health and Senfor Services, Southeast District Office

2875 James Bivd,
Poplar Bluff, MO 63501

MO 5B0-1458 {2:08) AN BOUML OPEORTUHT /A FFIRMATIVE AGTION EAPLOYEA
sendices prordded on & nondfacs matiny basls

LAB-118




. REPCO MARKETING INC.

2101108 CTONVEROOK BRUIVE
RALEIGH, NC. 27004
$19-973-8480

CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUPPLIER' RepCo Marketing, Inc

LOT NUMBER: 13001
EXPIRATION DATE: March 7, 2015 at 11:59 p.m.

RepCo Marketing, Inc, certifies the following:
RepCo Marketing, Inc. manufactured, tested and supphed Lot Number,

- 13001 of Alcohol Certified Solution for simulators. Random samples of said lot- -
number were analyzed by an independent laboratory utilizing a gas chromatograph
and found to contain __1215 ~ gms/dl +-.003 gms/dl wifvol ethanol (95%

Confidence). ‘
The alcohol and distilled water used in the solution were found to be free of

any interferring substanca
This solution will produce a vapor alcohol value of 100 +/-3% gms/210L

Breath when heated to 34 Degress Célsius +/-0.2 Degrees Celsius in a-simulator

- {95% Confidence). .
The date of manufacture for this lot number is__ March 8, 2013
The expiration date for this lot number is _ - _March 7, 2015. at
11:59 p.m. - '

This document is a true representaZon of the original Certificate of Analysis,

Cecil B. Garner, President
RepCo Marketing, Inc.

Form RM (2




Face This Side Down - This Edge tn First
BAC DataMaster
Evidence Ticket

STATE OF MISSOURI
MISHOURT STATE WATER FATROL

* BAC DATAMASTER SERIAL NUMEER 958110

18-81/13
17126
== DIAGHOSTIC CHECK --~-

COMPUTER: LKRY

PROGRAN (B4-87-20093¢  OKAY

HEATERS

SEMPLE CHAMBER: 49¢

FLOW DETECTOR: QKY

DETECTOR: oKARY
—  FILTERS: oKAY
— QUARTZ STRANDARD: GKAY

CALIBRATION: DKAY

‘ FRINTER TEST B
PUREXE " Mdepe—, AR 22ABE7E9: 1= PeARCIEFG
HIJKLHNOPRRSTUNWRYZI~ 37" ahdetahi ik Imno

A AN S R T T

serator Si amrc‘% : C@_YZ{&}

Face This Side Down - This Edge In First

BAC DataMaster
Evidence Ticket

___STATE OF MISSDURI
MISSOURY STATE WATER PATROL

ERC DATAMASTER SERIAL NUMBER 5119
H

18481215

TESTING UFFICER:
RICHARDSONC

OFFICER 1,D.: 1852

PERMIT HUMBER: 2EBGHY

EXFIRRTION DATE: GR-63-14

MISCELLANEOUE DRTH:

= SUPERVIZOR NOLE ~—-

BLAHE TEST - gea 17134
PMTERMAL STAHDARD VERIFIED 17134
EXTERMAL STAMDARD .89 17135
ELAHK TEZT N 17:353
EXTERMAL STAMDARD .93 17436
BLANK TEST - 96 17537
EATERMAL STRAHDARD - 593 17137
BLANK TEST - R 17198
__H=23
S, =

o
AvE, = (B9E6

eralar Signature




Face This Stde Down « This Edge In Flrst .

BAC DataMaster
Evidence Ticket

STATE OF MISSOUR]
MISSOURI STATE WATER FATROL

BRC DATAMASTER SERIAL MUMBER 9581(%
180113

TESTING OFFICER:
FICHARDSOMAC

OFFICER I.0.: 1853

PERMIT HUMBER: 22688%

ExPIRATION DRTE: B-0id14

HISCELLAHEQUS DFTR:

-—= SUPERVISOR MODE -—-
RADIO INTERFERENCE

AOQ Lz

Operator Signature




